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at  high  and  1om  high  temperatures,  transit  shock,  and  vibration.  After  each  environmental 
insult,  performance  tests  were  conducted  to  determine  whether  the  system  continued  to  meet 
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currently  being  addressed  by  the  manufacturer  or  involve  only  minor  mechanical  design 
modification.  With  these  improvements  and  thoughtful  handling,  the  Xi  Scan  1000,  packaged 
in  a  OEPMEOS  standard  container,  could  be  expected  to  survive  military  field  conditions. 
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ABSTRACT 


The  XI  Scan  1000,  Portable  Fluoroscopic  and  Radiographic  Imaging  System, 
(XI  Tech,  Inc.,  Windsor  Locks,  CT).  Is  a  hand-held  unit  which  can  be 
configured  as  a  2.6  Inch,  direct  view  fluoroscope  or  a  standard  X-ray  machine 
for  8x10"  film.  This  study  used  the  "System  3"  package  Including  a  C-arm, 
cassette  tray.  Image  Intensifler,  and  rechargeable  battery  power  supply  which 
weigh  30  pounds  In  the  commercial  carrying  case.  Although  this  system  could 
not  replace  existing  military  radiography  equipment.  It  could  enhance  current 
capability.  The  fluoroscope  would  benefit  surgeons  during  procedures  in 
far-forward  facilities  and  It  could  provide  Instant  feedback  to  other  medical 
personnel  as  to  the  severity  of  common  Injuries.  Although  the  XI  Scan  1000 
appears  robust.  It  was  not  designed  for  harsh  environmental  conditions.  For 
this  study,  a  container  was  procured  that  meets  the  Deployable  Medical  Systems 
(DEPMEOS)  packaging  standard  (MIL-D-42048).  With  this  container,  the  system 
was  subjected  to  environmental  tests  I AW  MIL-STD-810E,  Environmental  Test 
Methods  and  Engineering  Guidelines,  to  Include:  storage  and  operation  at  high 
and  low  high  temperatures,  transit  shock,  and  vibration.  After  each 
environmental  Insult,  performance  tests  were  conducted  to  determine  whether 
the  system  continued  to  meet  specifications.  Whereas  the  results  showed  the 
system  susceptible  to  damage  from  temperature  extremes  and  shock,  the  failure 
modes  were  related  to  design  features  currently  being  addressed  by  the 
manufacturer  or  Involve  only  minor  mechanical  design  modification.  With  these 
Improvements  and  thoughtful  handling,  the  XI  Scan  1000,  packaged  In  a  DEPMEOS 
standard  container,  could  be  expected  to  survive  military  field  conditions. 
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INTRODUCTION 


The  XI  Scan  1000,  Portable  Fluoroscopic  and  Radiographic  Imaging  System, 
(XI  Tech,  Inc.,  Windsor  Locks,  CT),  Is  a  hand-held  unit  designed  primarily  for 
podlatric,  pediatric,  sports  medicine,  and  veterinary  practitioners.  The 
complete  system  consists  of  a  C-arm  assembly.  X-ray  cassette  tray.  Image 
Intensifler  with  beam  limiting  device,  video  monitor,  thermal  printer,  digital 
Image  storage  device,  mobile  stand,  and  rechargeable  battery  power  supply.  It 
can  be  purchased  In  several  configuration  packages  that  Include  various 
subsets  of  the  complete  system.  This  study  utilized  the  "System  3"  package 
which  Includes  the  C-arm,  cassette  tray.  Image  Intensifler,  and  rechargeable 
battery  power  supply  which  weigh  30  pounds  In  the  commercial  carrying  case. 

The  system's  modular  design  allows  configuration  as  a  2.6  Inch  field  of  view 
fluoroscope  (see  Figure  1)  or  a  standard  X-ray  machine  (see  Figure  2)  with  8 
by  10  Inch  film  capacity.  In  either  mode,  the  system  Is  capable  of  Imaging 
the  extremities  only.  The  system  can  operate  continuously  from  line  power 
(110  VAC)  or  from  a  N1Cad  battery  pack  which  supports  two  hours  of  continuous 
fluoroscopy  or  up  to  100  radiographic  exposures. 

Although  the  XI  Scan  1000  is  not  a  replacement  for  existing  radiography 
equipment  in  the  field.  It  has  features  and  characteristics  that  could  enhance 
current  military  medical  capability  and  efficiency.  The  direct  view 
fluoroscope  could  provide  feedback  to  far-forward  medical  personnel  as  to  the 
severity  of  comnon  Injuries.  The  system  could  also  provide  field  surgeons 
with  fluoroscopic  Imaging  during  surgical  procedures  In  far-forward  medical 
facilities. 
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Although  the  system  seems  Inherently  robust.  It  was  not  designed  to 
withstand  the  extremes  of  environmental  conditions  experienced  In  the  field; 
nor  has  It  been  tested  to  determine  Its  susceptibility  to  damage.  Moreover, 
the  commercial  packaging  for  the  XI  Scan  1000  was  not  designed  to  meet 
military  specifications  or  to  withstand  handling,  storage  and  transport,  or 
deployment  In  a  military  field  environment.  Environmental  testing  was 
designed  to  determine  if  the  commercially  available  unit  Is  sufficiently 
rugged  to  withstand  military  field  conditions  without  significant  design 
changes  or  extraordinary  packaging  measures. 

This  report  presents  a  quantitative  evaluation  of  the  ability  of  the  XI 
Scan  1000  to  withstand  the  rigors  of  storage,  transport,  and  operation,  In  a 
military  field  environment  lAW  MIL-STD-810E,  Environmental  Test  Methods  and 
Engineering  Guidelines,  based  on  Its  potential  life  cycle  history  and  mission 
profile. 


METHODS  AND  MATERIALS 

A  XI  Scan  1000  X-ray  system  was  provided  to  this  laboratory  on  a  no  cost 
loan  agreement  by  Dow  Corning  Wright,  New  England  Associates,  Inc. 
(Manchester,  NH),  absolving  the  U.S.  Government,  the  U.S.  Army  and  this 
Laboratory  from  responsibility  for  damage  that  might  occur  to  the  system 
during  testing.  The  U.S.  Army  Environmental  Hygiene  Agency  conducted  a 
radiation  protection  survey  of  the  XI  Scan  1000  to  ensure  the  safety  of  test 
personnel  and  compliance  with  manufacturer  published  specifications  and 
applicable  military  and  federal  regulations.  The  Fort  Detrick  Radiation 
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Protection  Officer  conducted  a  survey  of  the  X-ray  test  facility  used  for  this 
study  lAW  AR  40-5  and  385-11  and  certified  It  to  provide  adequate  shielding  to 
surrounding  areas.  Preplacement  and  termination  medical  examinations  of  test 
personnel  were  conducted  and  documented  lAW  AR  40-14.  The  X-ray  system 
performance  test  protocol,  designed  to  evaluate  the  condition  of  the  X-ray 
system  before,  during,  and  after  each  environmental  challenge,  was  approved  by 
the  U.S.  Army  Garrison  Ionizing  Radiation  Control  Committee  on  26  FEB  1991. 
Although  the  performance  testing  did  not  constitute  a  complete  radiation 
protection  survey.  It  provided  adequate  data  to  conclude  whether  or  not  the 
system  continued  to  meet  performance  specifications.  All  radiation  output  (mR 
and  mR/hr)  measurements  were  made  using  an  MDH  X-ray  Monitor  (model  1015, 
serial  number  2141,  RadCal  Corp.,  Monrovia,  CA). 

To  evaluate  system  performance  In  the  standard  radiographic  mode,  two 
standard  quality  assurance  tests  (exposure  reproducibility  and  exposure 
linearity)  were  conducted.  Reproducibility  of  exposure  was  determined  by 
measuring  radiation  output  (mR)  with  the  X-ray  system  voltage  set  to  65  kVp  at 
three  different  exposure  time  settings  (0.25,  0.75,  and  1.5  sec.).  Three 
measurements  were  made  at  each  time  setting  and  averaged.  The  unit  passed  the 
exposure  reproducibility  test  If  Individual  output  measurements  at  a  given 
exposure  time  fell  within  a  range  of  95X  and  105X  of  the  calculated  average  at 
the  same  time  setting  (Hendee,  1979).  Exposure  linearity  Is  used  to  determine 
If  radiation  output  Is  constant  for  a  given  mAs  value  regardless  of  the 
mA/tIme  station  en^loyed  (Hendee,  1979).  Title  21  Code  of  Federal  Regulations 
1020.31  (c)(1)  requires  that  the  ratio  of  mR/mA$  for  any  two  consecutive  tube 
current  settings  at  a  given  kVp  differ  by  no  more  than  0.10  times  their  sum 


4 


for  exposure  to  be  considered  linear.  Although  exposure  linearity  Is  normally 
calculated  for  radiography  machines  with  adjustable  X-ray  tube  current  levels. 
It  was  used  to  Indicate  changes  In  radiation  output  per  unit  time  for  the 
fixed  current  XI  Scan  1000.  A  single  measurement  of  radiation  output  at  45 
and  55  kVp  was  made  at  three  exposure  time  settings  (0.25,  0.75,  and  1.5 
sec.).  The  ratios  of  mR/mAs  were  calculated  using  the  previously  calculated 
average  exposure  at  65  kVp  and  Individual  exposures  at  45  and  55  kVp. 

Exposure  linearity  was  determined  by  comparing  the  differences  and  sums  of 
mR/mAs  values  at  consecutive  time  station  settings. 

To  evaluate  performance  In  the  fluoroscopic  mode,  three  standard  quality 
assurance  tests  were  conducted.  To  determine  consistency  of  output  by  the 
X-ray  tube,  the  maximum  exposure  rate  (mR/hr  at  65  kVp)  was  measured  for 
comparison  to  baseline  data.  To  determine  If  the  Image  Intensifler  was 
functioning  properly,  a  low  contrast  resolution  test  wjs  conducted  using  a 
0.03  Inch  thick  aluminum  plate  with  two  rows  of  four  holes  (0.25,  0.188, 

0.125,  and  0.0625  diameter)  backed  by  a  0.75  Inch  thick  solid  aluminum 
attenuation  plate.  This  low  contrast  resolution  phantom  was  Imaged  In 
fluoroscopic  mode  before  and  after  environmental  tests,  and  the  size  of  the 
smallest  perceptible  hole  pair  was  recorded  (Hendee,  1979).  Finally,  a  high 
contrast  resolution  test  was  conducted  using  a  high  contrast  resolution  test 
tool  (model  number  07-619,  Vlctoreen,  Inc.,  Cleveland,  OH).  This  tool 
consisted  of  eight  patterns  of  copper  wire  mesh  from  30  to  100  llnes/inch 
arranged  In  a  pie  shape.  The  finest  mesh  resolvable  by  the  system  was 
recorded  before  and  after  environmental  testing.  To  ensure  the  results  were 
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not  Influenced  by  variations  In  operator  eyesight,  one  Individual  conducted 
this  test. 

The  environmental  test  regime  Included  a  series  of  tests  performed  In 
accordance  with  MIL-STD-810E,  Environmental  Test  Methods  and  Engineering 
Guidelines.  Methods  501.2  (I&II),  502.2  (I&Il),  514.3  (II),  and  516.3  (IV). 

The  tests  were  designed  to  simulate  the  type  and  severity  of  handling, 
transportation,  and  climatic  conditions  associated  with  the  potential  life 
cycle  history  of  the  device.  The  environmental  test  conditions  Included  high 
temperature  storage  and  operation,  low  temperature  storage  and  operation, 
transit  shock,  and  vibration. 

To  optimize  protection  against  environmental  Insult,  a  shipping  container 
meeting  the  Deployable  Medical  Systems  (DEPMEDS)  packaging  standard 
(MIL-D-42048)  was  procured  for  the  basic  XI  Scan  1000  (see  Figure  3).  The 
rotational 1y  molded  polyethylene  container  (Hardigg  Industries,  Inc.,  South 
Deerfield,  MA)  was  27  Inches  long  by  26  Inches  wide  by  14.8  Inches  high, 
weighed  30  pounds,  and  contained  custom  fabricated  polyurethane  foam 
cushioning. 

For  low  temperature  storage  (Method  502.2,  Procedure  I),  the  packaged  Xi 
Scan  1000  was  placed  In  the  environmental  chamber  at  -60°F  for  24  hours.  It 
was  removed,  allowed  to  equilibrate  to  77^F,  and  subjected  to  the  performance 
tests  described  previously.  The  rechargeable  batteries  were  removed  from  the 
power  supply  during  cold  storage,  kept  at  77°F  and  replaced  before 
performance  testing.  For  low  temperature  operation  (Method  502.2,  Procedure 
II),  the  unpackaged  unit  was  placed  in  the  environmental  chamber  at  40°F  for 
three  hours,  rapidly  moved  to  the  X-ray  test  facility,  and  evaluated.  The 
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unit  could  not  be  tested  Inside  the  environmental  chamber  because  It  was  not 
certified  for  X-ray  testing. 

For  high  temperature  storage  (Method  501.2,  Procedure  I),  the  packaged  XI 
Scan  1000  was  subjected  to  seven,  24  hour  diurnal  cycles  from  95  to  160°F 
under  climatic  category  "Hot*  for  "Induced  Conditions"  (AR  70-38,  1979).  The 
unit  was  allowed  to  equilibrate  to  77°F  before  undergoing  performance  testing. 
For  high  temperature  operation  (Method  501.2,  Procedure  II),  the  unpackaged 
unit  was  placed  In  the  environmental  changer  at  120^F  for  three  hours,  rapidly 
moved  to  the  X-ray  test  facility,  and  evaluated. 

The  transit  shock  test  (Method  516.3,  Procedure  IV),  Involves  dropping  a 
packaged  test  Item  on  each  of  the  26  corners,  faces,  and  edges,  and  requires 
at  least  five  different  test  units.  With  only  one  XI  Scan  1000  available, 
this  test  was  abbreviated.  Each  corner,  face,  and  edge  of  the  shipping 
container  was  assigned  a  number  between  1  and  26.  Five  random  numbers  In  this 
sequence  were  generated  on  a  computer,  and  the  packaged  unit  was  dropped  on 
the  five  corresponding  points  from  a  height  of  48  Inches  onto  a  two  Inch  thick 
plywood  surface  backed  by  concrete.  After  all  five  drops,  the  unit  was 
subjected  to  performance  testing. 

For  vibration  testing  (Method  514.3,  Procedure  II,  Category  III;  loose 
cargo  transport),  the  packaged  unit  was  subjected  to  a  one  Inch 
double-amplitude  orbital  path  at  250  revolutions  per  minute  on  a  package 
tester  (model  400SLVMCHTI,  serial  number  5200124,  LAB  Corporation, 

Skaneateles,  NY).  After  three  hours  of  vibration  testing,  the  unit  was 
subjected  to  performance  testing. 
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RESULTS 


BASELINE  TESTING 

Because  of  electrical  and  mechanical  problems,  four  XI  Scan  1000  units 
were  used  to  complete  the  battery  of  tests.  Table  1  lists  the  four  units  that 
were  used  and  Tables  2,  5,  9,  and  10  list  the  baseline  data  that  were 
collected  prior  to  testing.  Baseline  radiographic  output  for  all  units  was 
both  linear  and  reproducible  except  In  one  circumstance,  and  fluoroscopic 
performance  was  Impressive  for  a  low-power  system. 

LOW  TEMPERATURE  STORAGE 

Low  temperature  storage  (see  Table  3)  had  no  significant  effect  on 
linearity  or  reproducibility  of  the  system  output  In  the  radiographic  mode. 
Fluoroscopy  test  results  were  nearly  Identical  to  baseline.  The  only  observed 
effect  of  low  temperature  storage  on  unit  II  was  a  trace  of  transformer  oil 
that  seeped  from  the  X-ray  tube  housing. 

LOW  TEMPERATURE  OPERATION 

Low  temperature  operation  for  unit  11  resulted  In  erratic  If  not  random 
output  In  the  radiographic  mode  at  65  kVp  (see  Table  4).  The  remainder  of  the 
test  sequence  was  aborted.  Once  equilibrated  back  to  77°F,  however,  measured 
output  at  55  kVp  and  45  kVp  for  unit  11  stabilized  and  was  consistent  with 
baseline  data  (see  Table  4).  In  light  of  this  fact,  the  environmental  test 
plan  was  continued  using  unit  11.  Concerned  at  the  erratic  output  during  low 
temperature  operation,  the  manufacturer  provided  a  second  unit,  (unit  #2}  to 
be  tested  for  low  temperature  operation  only.  The  baseline  data  for  unit  #2 
at  65  kVp  and  0.25  seconds  proved  non-reproducible  (see  Table  5).  There  Is 
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however,  one  suspicious  output  measuretnent,  that  If  omitted,  makes  the  overall 
data  set  reproducible.  Low  temperature  operational  tests  (see  Table  6)  on 
unit  #2  were  limited  to  reproducibility  In  the  radiographic  mode.  Output 
during  low  temperature  operation  was  reproducible  and  consistent  with  baseline 
data. 

HIGH  TEMPERATURE  OPERATION 

During  high  temperature  operation  (see  Table  7),  unit  #1  exhibited  no 
degradation  in  output  in  either  radiological  or  fluoroscopic  modes.  The  only 
change  In  operation  was  a  slight  flickering  of  the  digital  display  and  an 
audible  signal  which  finally  resulted  In  a  low  battery  Indication.  The 
battery  was  charged  overnight  and  testing  continued. 

HIGH  TEMPERATURE  STORAGE 

The  high  temperature  storage  test  resulted  In  additional  transformer  oil 
seepage  from  the  tubehead  housing.  The  resulting  output  (see  Table  8), 
however,  in  the  radiological  mode  was  both  linear  and  reproducible.  When  the 
unit  was  configured  In  the  fluoroscopic  mode,  one  output  measurement  was 
recorded  before  the  digital  display  read  "CALL  SERVICE".  An  Inspection  of  the 
device  revealed  two  blown  fuses,  which  were  replaced,  but  blew  out  again 
Immediately  on  power-up.  The  remainder  of  the  fluoroscopy  tests  were  aborted 
and  the  unit  was  returned  to  the  manufacturer  for  repair,  but  a  different  unit 
was  returned  for  continued  testing  (unit  13). 

TRANSIT  SHOCK 

The  transit  shock  (I.e.  drop)  test  performed  on  unit  13  resulted  In  no 
apparent  physical  damage,  but  no  radiation  output  could  be  measured  during 
performance  testing.  The  manufacturer  determined  the  problem  was  related  to 
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the  battery  tie-down  mechanism  within  the  power  supply  and  noted  that  unit  #3 
contained  an  older  design  mechanism.  Rather  than  replace  the  older  design 
battery  tie-down  mechanism  In  unit  #3,  the  manufacturer  chose  to  return  a 
different  unit  that  already  Included  the  newer  design  (unit  14).  As  noted  In 
Table  1,  unit  #4  was  actually  unit  11  with  a  different  power  supply.  A  new 
set  of  baseline  data,  limited  to  linearity  and  reproducibility  In  the 
radiographic  mode  were  collected  (see  Table  10).  Although  baseline  data 
analysis  showed  one  non-linear  sequence  of  measurements  at  55  kVp,  the 
radiation  output  (mR)  was  not  sufficiently  different  from  previous  tests  to 
cause  suspicion  at  the  time.  Unit  #4  was  subjected  to  the  transit  shock  test, 
after  which  the  power  supply  was  opened  for  Inspection  of  the  battery  t1e-down 
mechanism.  The  battery  tie-down  straps  were  sheared  during  the  test.  Since 
this  appeared  to  cause  no  other  physical  damage,  the  performance  tests  were 
conducted.  The  output  proved  both  linear  and  reproducible  for  all 
measurements  In  the  radiographic  mode  (see  Table  11). 

VIBRATION 

Vibration  testing  was  conducted  on  unit  14,  resulting  In  no  degradation 
of  output  performance  (see  Table  12).  Output  In  the  radiographic  mode  was 
both  linear  and  reproducible.  Fluoroscopic  test  results  were  consistent  with 
baseline  for  unit  #1  (see  Table  2). 
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DISCUSSION 


Although  environmental  testing  of  the  XI  Scan  1000  caused  several  system 
failures,  the  overall  results  were  favorable.  The  system  proved  to  be 
relatively  robust  for  a  commercial  X-ray  system. 

The  erratic  output  of  unit  #1  during  low  temperature  (40°F)  operational 
tests  was  not  explained.  At  no  time,  however,  was  there  any  Indication  that 
the  patient  or  user  would  be  exposed  to  high  levels  of  radiation.  Moreover, 
unit  12  showed  no  performance  problems  in  low  temperature  operation, 
suggesting  the  problem  was  unique  to  unit  #1.  Further  testing  of  different 
units  In  low  temperature  operation  could  substantiate  this  possibility.  The 
manufacturer  mentioned  similar  problems  during  several  of  their  own  high 
temperature  operational  tests,  which  were  attributed  to  temperature  sensitive 
high  voltage  components.  A  company  representative  reported  that  replacement 
of  these  components  Is  planned  for  future  models. 

The  transformer  oil  seepage  from  unit  11  during  both  low  and  high 
temperature  storage  tests  resulted  from  the  Inability  of  the  Internal 
expansion  bellows  to  compensate  for  the  large  change  In  oil  volume.  This 
could  result  from  one  of  two  design  features.  First,  the  expansion  bellows 
may  be  expanding  and  contracting  to  Its  limits  before  adequate  oil  volume 
compensation  Is  achieved,  thus  causing  Internal  pressure  to  rise  above  the 
capability  of  the  housing  seal.  Second,  the  expansion  bellows  may  not  be 
sufficiently  compliant  at  Its  extremes,  and  Internal  pressure  breaks  the 
housing  seal  before  further  expansion  or  contraction  can  take  place.  The 
failure  o^  unit  #1  during  fluoroscopy  tests  after  high  temperature  storage  was 
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probably  a  result  of  the  low  temperature  storage  test.  Extremely  low 
temperatures  caused  the  oil  to  contract,  and  air  was  allowed  Into  the  housing 
by  one  of  the  mechanisms  described  above.  The  air  bubble  Inside  the  tube 
housing  caused  no  problems  until  migrating  to  a  location  that  allowed  high 
voltage  arcing  between  the  filament  and  the  housing.  This  failure  was  not 
unexpected  given  the  ambient  conditions  In  which  the  unit  was  designed  to 
operate.  Should  this  type  failure  occur  In  the  field,  the  unit  would  have  to 
be  returned  to  the  manufacturer  for  repair.  The  manufacturer  noted,  however, 
that  the  tube  housing  seal  design  was  being  Improved  In  future  models. 

During  the  transit  shock  test  on  the  first  unit,  the  battery  tie-downs 
broke,  causing  Internal  damage  to  the  power  supply,  requiring  repair  by  the 
manufacturer.  In  a  transit  shock  test  on  a  second  unit,  a  set  of  Improved 
battery  tie-downs  also  broke,  but  the  power  supply  was  not  otherwise  damaged. 
An  evaluation  of  the  combined  power  supply  and  battery  pack  suggests  that  the 
probability  of  damage  as  a  result  of  Impact  Is  high.  This  Is  particularly 
Important  If  the  system  were  used  In  airborne  operations.  In  addition, 
removal  or  replacement  of  the  batteries  from  the  combined  power  supply  and 
battery  pack  of  the  XI  Scan  1000  Is  difficult  and  labor  Intensive.  On  a 
positive  note,  there  was  no  Indication  that  the  tube  head  assembly  or  the 
optics  In  the  Image  Intensifler  tube  were  vulnerable  to  damage  from  shock  or 
vibration. 
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CONCLUSIONS  AND  RECOMMENDATIONS 


The  XI  Scan  1000  was  found  susceptible  to  damage  from  environmental 
conditions  such  as  temperature  extremes  and  shock.  The  failure  modes, 
however,  were  related  the  design  features  that  are  currently  being  addressed 
by  the  manufacturer  or  Involve  minor  mechanical  design  modification. 

Given  that  X-ray  systems  are  Inherently  delicate  Instruments  and  require 
special  handling,  the  severity  of  the  problems  Identified  during  environmental 
testing  was  less  than  expected. 

Instability  during  low  temperature  operation  of  unit  II  was  probably  an 
isolated,  equipment  specific  incident.  If  It  was  the  same  Intermittent 
problem  the  manufacturer  has  seen  In  high  temperature  operation,  It  will  be 
corrected  on  future  models.  The  Issue  of  transformer  oil  seeping  from  the 
X-ray  tube  housing  In  extreme  temperatures  Is  being  addressed  by  the 
manufacturer.  The  battery  tie-down  mechanism  must  be  Improved  before  the  unit 
could  be  expected  to  withstand  handling,  transport,  or  deployment  In  a 
military  field  environment.  A  re-design  of  the  power  supply  and  battery  pack 
unit  could  accomplish  that  objective  and  provide  easier  access  for  removal  or 
replacement  of  the  batteries. 

Given  these  improvements  and  thoughtful  handling,  the  XI  Scan  IDOO, 
packaged  In  a  DEPMEDS  standard  container,  could  be  expected  to  withstand  the 
environmental  challenge  of  military  field  conditions. 
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TABLE  1:  SERIAL  NUMBERS  OF  INDIVIDUAL  XI  SCAN  1000  X-RAY  UNITS 
USED  DURING  ENVIRONMENTAL  TESTING 


UNITdl 

UNIT  #2 

UNIT  #3 

UNIT  #4 

C-ARM 

POWER  SUPPLY 

BEAM  LIMITER 

IMAGE  INTENSIFIER 
CASSETTE  HOLDER 

CA900626.001 

CB900626.001 

CF900626.001 

0  900806.002 
CC900629.001 

CA90061S.002 
CB900322.001 
CP90061 5.001 
a  900615.002 
CC900522.001 

CA890907.001 
CB90081 7.014 
AF890907.001 
a  900501.001 
AC890907.001 

CA900626.001 

CB900614.001 

CF900626.001 

0900806.002 

CC900629.001 

COMMENTS 

EnMk  opoMioB 
■  40^. 

Fakd  iftcr 
hifh  tfrapenbuc 
MOI^  tOA, 
wfiimwl  far 
fopcif. 

Taud  only  for 
oporuioBa 

4<J“F. 

RcpICOHBCB 

for  BBit  f  1. 

Fated  rfter 
uaaitUiocfc, 
tauaad  fm 

1^. 

Rapteoonent 
for  unit  a  3. 

Itead  for  iiaisit 
teMck  aid 
vibiaiaa. 

NOTE:  Sane 
Himiidt 
eioept  power 
apply. 

TABLE  2  :  XI  SCAN  1000  BASELINE  DATA  (Unit  #1) 


kVp 

65 

55 

45 

HSS5HH 

0.25 

0.75 

1.5 

0.25 

0.75 

1.5 

025 

0.75 

1.5 

Radiation 
Output  (mR) 

20.2 

20.6 

21.2 

59.5 

59.4 

59.7 

117.0 

117.0 

117.0 

14.4 

42.9 

84.6 

8.9 

25.7 

50.9 

Average  mR 

20.7 

59.5 

117.0 

•  .95  Avg  mR  - 
1 .05  Avg  mR 

19.6- 

21.7 

56.6- 

62.5 

111.2- 

12Z9 

mRAnAs 

82.7 

79.4 

78.0 

57.6 

57.2 

56.4 

35.3 

34.3 

33.9 

^  Linearity 

;  0.02  0.009  ^  0.003  0.007  0.019  0.005  ; 

Fluoroscopy 

Tests 

Maumum  Exposure 
Rate  (mR^r) 

Smallest  Hole 
Perceptible  (in) 

HneslMesh 

Perceptible 

22.1 

0.125 

60 

*  Individual  output  measuicinenu  muai  fail  within  this  lange  for  output  to  be  oonaideied 


t  Must  be  <  O.IO  for  output  to  be  oonsideied  Unear.  Calculated  as:  ^  ^ 

nuvmAs,  mRJmAkii 
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TABLE  3 :  XI  SCAN  1000  LOW  TEMPERATURE  STORAGE  -  MIL-STD-810E, 
5021(1),  (Unit#l) 


kVp 

65 

0.25 

0.75 

IJ 

21.6 

56.4 

121.0 

Radiation 

Output  (mR) 

22.3 

60.5 

121.0 

21.8 

60.7 

122.0 

Average  mR 

21.9 

591 

121.3 

•  .95  Avg  mR  - 

20.8- 

56.2- 

115.3- 

1.05  Avg  mR 

23.0 

62.2 

127.4 

mR/mAs 

87.6 

78.9 

80.9 

55 


0.25  0.75 


45 


015  0.75 


26.1  50.6 


0.052  -0.012 


0.045  0.011 


"^Linearity 


Fluoroscopy 

Tests 


*  Individual  output  measuiemenis  must  fall  within  this  range  for  oixput  to  be  consideml 
reproducible.  pi  a  p/  a 

7  Must  be  <  0. 10  for  output  to  be  considered  linear.  Calculated  as:  *1-*  —  f 

mR/mAs,  -f  inR/mAs2 


0.049  0.016 


Maximum  Exposure 
Rate(mR/hr) 

Smallest  Hole 
Perceptible  (in) 

I^st  Mesh 
Perceptible 

20.8 

0.125 

60 

TABLE  4:  XI  SCAN  1000  LOW  TEMPERATURE  OPERATION  -  ME.-STD-810E. 
5021  01).  (Unii#l) 


65 

0.25 

0.75 

1.5 

19.8 

1.41 

3.34 

1.03 

2.05 

34.5 

1.27 

2.34 

4.12 

7.4 

1.9 

14.0 

7.0- 

7.8 

1.8- 

2.0 

13.3- 

14.7 

29.6 

2J 

55** 


0.25  0.75 


45** *** 


1.5  0.25  0.75 


56.4  521  52.0  33.1  31.6  311 


Radiation 
Output  (mR) 


Average  mR 


•  .95  Avg  mR  - 
1.05  AvgmR 


mRAnAs 


7  Linearity 


Fluoroscopy 

Tests 


*  Individtiai  output  measiuemems  must  fall  within  this  nage  for  oaq>a  to  be  oonsidered 
fcpfoducible. 

7  Must  be  <  0.10  for  output  to  be  oonsidered  liiKar.  Calculated  ***^^^^  ^ 

**  Measurements  at  55  aid  45  kVp  are  after  equiliiniion  to  77*F. 

***  Test  sequence  aboited  due  to  antic  output  and  system  wanting. 


s 

0.84 

-0J8 

1  H"^| 

0.038 

0.003 

1  . 

0.023 

0.002 

Maximum  Exposure 
Rate(mRAr) 

Smallest  Hole 
Perceptible  (in) 

HnestMesh 

Perceptible 

**• 
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TABLE  5 :  XI  SCAN  1000  BASELINE 
DATA  (Unit  #2) 


kVp 

65 

55 

45 

Exposure  time 
(seconds) 

0.25 

0.75 

IS 

Radiation 
Output  (mR) 

37.0 

38.9 

39.3 

38.4 

42.9 

44.1 

44.1 

43.7 

Average  mR 

20.0 

38.4 

43.7 

•  .95  Avg  mR  - 
1.05  AvgmR 

19.0- 

21.0 

36.5- 

40.3 

41.5- 

45.9 

*  Individual  output  measnrementt  mna  fall 
within  thii  twige  for  output  to  be  oonaideied 
leptodudble. 

Suspect  data;  Omittii^  diis  point  maltea 
AvgniK>20.l3;  .9S  •  t.OS AvgmJt ■  19.1  •  21.9 


TABLE  6 ;  XI  SCAN  1000 
LOW  TEMPERATURE  OPERATION, 
MIL-STD-810E,  502.2(11).  (Unit  #2) 


kVp 

65 

55 

45 

Exposure  time 
(seconds) 

0.25 

0.75 

13 

Radiation 
Output  (mR) 

22.1 

22.2 

22.0 

22.1 

355 

36.0 

35.8 

35.7 

35.8 

38.7 

38.6 

37.7 

Average  mR 

22.1 

35.8 

37.7 

•.95  AvgmR- 
1.05  AvgmR 

21.0- 

23.2 

33.7- 

373 

35.8- 

39.6 

*  bdiyidual  output  meaniirmrnti  mun  fall 
within  thia  range  for  oKput  to  be  ooaiideind 
reproducible. 
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TABLE  7 ;  XI  SCAN  1000  HIGH  TEMPERATURE  DERATION  -  MIL-STD-810E. 
SOU  (ID.  (Uiiit#l)  _ 


kVp 

65 

55 

45 

Exposure  time 
(seconds) 

0.25 

0.75 

1.5 

0.25 

0.75 

13 

0.25 

0.75 

13 

Radiation 
Output  (mR) 

19.3 

19.4 

19.2 

58.6 

57.9 

57.9 

117.0 

117.0 

117.0 

143 

41.9 

843 

8.9 

25.0 

48.9 

Average  mR 

19.3 

58.1 

117.0 

•  .95  Avg  mR  - 
1.05  Avg  mR 

18.3- 

20,3 

55.2- 

61.0 

111.2- 

122.9 

mR/mAs 

77.2 

77J 

78.0 

58.0 

55.9 

56.3 

35.8 

33.3 

32.6 

^  Linearity 

P"  -0.002  -0.003^^^'"  0.019  -0.004  pj 

Fluoroscopy 

Tests 

Maximum  Exposure 
Rate  (mR/hr) 

Smallest  Hole 
Perceptible  (in) 

Fmest  Mesh 
Perceptible 

20.3 

0.125 

60 

*  Individual  output  measurements  must  fall  within  this  tange  for  output  to  be  considered 


7  Must  be  <  0.10  for  output  to  be  considered  linear.  Calculated  as;  ***^"*A*|  *  tu^tuAs^ 

mR/mAsj  mR/mAs2 


TABLE  8 :  XI  SC  AN  1 000  HIGH  TEMPERATURE  STORAGE  •  ME--STD-8 1 OE, 
501.2(1),  (Unit#l) 


kVp 

65 

1 _ 

55 

45 

Exposure  time 
(seconds) 

0.25 

0.75 

1.5 

0.25 

0.75 

1.5 

0.25 

0.75 

13 

Radiation 
Output  (mR) 

21.1 

21.6 

21.3 

59.6 

60.8 

60.4 

120.0 

119.0 

122.0 

15.4 

44.0 

88.0 

93 

26.6 

52.5 

Average  mR 

21.3 

60.3 

120.3 

•  .95  Avg  mR  - 
1.05  AvgmR 

20J- 

22.4 

57.3- 

63.3 

114.3- 

126.4 

mRAnAs 

85.3 

m 

80.2 

61.6 

58.7 

58.7 

38.0 

353 

35.0 

“*■  Linearity 

^  0.030  0.001  IB 

Fluorosct^y 

Tests 

Maximum  Exposure 
Rate(inR4ir) 

Smallest  Hole 
Pereq>tible  (in) 

HnestMesh 

Perceptible 

21.1 

*  Individu^  output  measurements  must  fall  within  this  range  for  output  to  be  considered 


7  Must  be  <  0.10  for  outoia  to  be  considered  linear.  Calculated  as:  ^ 

^  mR/mAs,  *  mR/mAS] 

**  Unh  failed  before  floorosoopy  tests  were  compieie. 
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TABLE  9:  XI  SCAN  1000  BASELINE  DATA  (Unit  #3**) 


55 


0.25  0.75 


Rjidiation 
Output  (mR) 


Average  mR 


•  .95  Avg  mR  -  22.5 

1.05AvgmR  24.9 


mRAnAs 


65 

025 

0.75 

1.5 

24.1 

67.0 

125.0 

24.1 

66.7 

122.0 

23.0 

662 

116.0 

23.7 

66.6 

121.0 

215- 

24.9 

63.3- 

70.0 

115.0- 

127.1 

94.9 

88.8 

45 


025  0.75 


76.8  752  72.7  44.8  42.1 


0.033  0.048 


0.011  0.017 


Maximum  Exposure 
Raie(mRM) 

Smallest  Hole 
Perceptible  (in) 

Finest  Mesh 
Perceptible 

**« 

*** 

Fluoroscopy 

Tests 


*  Individual  output  measuremeraa  must  fall  within  this  range  for  output  to  be  coniidered 
reproducible. 

7  Must  be  <  0.10  for  output  to  be  considered  linear.  Calculated  as:  ***£^^*1  ■' 

mlvmAs,  -f  mR/mAs, 

**  No  post-test  data  for  this  unit. 

***  No  fluoroscopy  baseline  data  talcen. 


0.031  0.010 


TABLE  10  :  XI  SCAN  1000  BASELINE  DATA  (Unit  #4) 


55 


0.25  0.75 


Radiation 
Output  (mR) 


Average  mR 


mRMAs 


7  Linearity 


Fluoroscopy 

Tests 


65 

0.25 

0.75 

IJ 

21.1 

55.5 

106.0 

20.6 

55.0 

105.0 

21 J 

55.3 

105.0 

21.1 

55.3 

105.3 

20.0- 

2Z1 

52.5- 

58.0 

lOO.l  - 
110.6 

84.3 

73.7 

702 

45 


0.25  0.75 


22.5  42.9 


0.067 

0.024 

1 

0.11^ 

-0.005 

1  "  "f  1 
1  'i 

0.086 

0.016 

Maximum  Exposure 
Rate  (mR^r) 


Smallest  Hole 
Perceptible  (in) 

HnestMesh 

Perceptible 

** 

*  itKfividual  ootpv  tneaiwemeiitt  must  fall  aridiin  tfaia  range  for  ontpnl  to  be  oooiidered 

VBpfoduciblc. 

7  Must  be  <0.10  for  oatpix  to  be  considered  liiieai.  Cakalated  as: 

mR/mAs,  4  mR/mAs- 

**  No  fluoioacopy  baadine  data  takea 
^  Non-linear  result. 
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TABLE  11 :  XI  SCAN  1000  TRANSIT  SHOCK  -  MI1^STD-810E.  516.3  aV).  (Unit  #4) 


kVp 

65 

55 

45 

0.25 

0.75 

1.5 

0.25 

0.75 

1.5 

0.25 

0.75 

1.5 

Radiation 
Output  (mR) 

19.9 

20.1 

20.2 

52.8 

51.7 

52.2 

101.0 

101.0 

101.0 

14.3 

36.6 

70.4 

8.3 

22.1 

41.6 

20.1 

52.2 

101.0 

•  .95  Avg  mR  - 
l.QS  AvgmR 

19.1  - 

21.1 

49.6- 

54.8 

96.0- 

106.1 

mR/mAs 

80.3 

69.6 

67.3 

57.2 

48.8 

46.9 

33.3 

29.5 

27.7 

^  Linearity 

^  0.071  0.017  Y  ' 

0.079  0.019 

Fluoroscopy 

Tests 

Maximum  Exposure 
Rate  (mR/hr) 

Smallest  Hole 
Perceptible  (in) 

Finest  Mesh 
Perceptible 

*  Individual  output  measuremenis  must  fall  within  this  range  for  output  to  be  considered 
reproducible. 

Must  be  <  0.10  for  output  to  be  considered  linear.  Calculated  as.^^*^^'  ' 

mR/mASj  +  mR/mAs2 

••No Fluoroscopy  dau taken. 


TABLE  12  :  XI  SCAN  1000  VIBRATION  -  MIL-STD-810E,  514.3  (H), 
CATEGORY  m  (Unit  #4) 


kVp 

65  j 

_ _ 

45 

0.25 

0.75 

1.5 

0.25 

0.75 

1.5 

0.25 

0.75 

1.5 

Radiation 
Output  (mR) 

19.1 

19.6 

19.7 

51.9 

52.3 

52.5 

100.0 

100.0 

98.1 

13.6 

35.3 

68.4 

1 

21.1 

41.0 

Average  mR 

19.5 

52.2 

99.4 

•  .95  Avf  mR  - 
1.05  AvgmR 

18J- 

20.4 

49.6- 

54.8 

94.4- 

104.3 

mR/mAs 

77.9 

69.6 

66.2 

54.4 

47.1 

45.6 

30.8 

28.1 

27.3 

linearity 

0.056  0.025  0.072  0.016 

0.045  0.014 

Fluoroscopy 

Tests 

Maximum  Exposure 
Rate  (mR/hr) 

Smallest  Hole 
Percqnible  (in) 

Finest  Mesh 
Perceptible 

17.9 

0.125 

60 

*  Individual  output  measurements  must  fall  within  this  range  for  output  to  be  considered 
reproducible. 

Must  be  <  0.10  for  output  to  be  considered  linear.  Calculated  as;  '  nitvmAs^ 

mK/mASj  -f  mR/mAsj 
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